A 76-year-old woman was transferred to our institute due to recurrent severe aortic stenosis (AS). Seventeen months ago, severe AS was treated with a transfemoral 25-mm nonmetallic Direct We suppose that an early recoil of polymer-filled rings caused by reduced resistance to outer force changed the leaflet geometry, leading to an early degeneration. To our knowledge, this is the first experience of successful implantation of a balloonexpandable Sapien XT valve in a polymer-filled Direct Flow valve.
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